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Abstract readout a pedestal subtraction and zero suppression is per- 

formed by the front-end devices at the COMPASS detector 
To suppress background in time measurement components 
only those hits are read out which are time correlated to 
the trigger time. The distributed readout architecture of the 
COMPASS experiment is summarized in Figure |l]. 



A new TDC chip has been developed for the COMPASS 
experiment at CERN. The resulting ASIC offers an un- 
precedented degree of flexibility and functionality. Its ca- 
pability to handle highest hit and trigger input rates as well 
as its low power consumption makes it an ideal tool for fu- 
ture collider and fixed target experiments. First front-end 
boards equipped with the T\ chip have been used recently 
at testbeam experiments at CERN. A functional description 
and specification for this new TDC chip is presented. 

INTRODUCTION 

The COMPASS experiment at CERN was proposed to and 
approved by the CERN authorities to investigate the com- 
plex hadron structure. One central issue of the experimen- 
tal effort will be the measurement of the contribution of 
gluons to the nucleon spin. Previous experiments at CERN, 
DESY and SLAC made decisive advances towards the un- 
derstanding of the nucleon spin in terms of its quark con- 
stituents, but the role of the gluon still needs more clarifi- 
cation. To reach this objective a demanding state-of-the- 
art double-stage spectrometer with large geometrical and 
dynamical acceptance will be set-up and commissioned 
through 2000. 

The low cross sections of the studied interactions which 
will provide insight to the physics objectives of COMPASS 
necessitate high beam rates. The central detector has to be 
capable to digest the high particle flux from the traversing 
beam at intensities of 2 • 10® particles/spill. This leads con- 
sequently to the requirement of negligible dead time for the 
digitization units in the data acquisition system of the ex- 
periment. The anticipated amount of data on the order of 
several Gigabytes per spill (2.4 seconds) is at the edge of 
todays digitisation and bandwidth technologies. 

Wherever applicable in COMPASS measurements are 
digitized at the detector by 'intelligent' front-end electron- 
ics The advantages of this scheme are obvious: besides 
the enormous cost savings due to obsolete data transfer 
and delay cables the fact of lower noise, higher bandwidth 
and the possibilities for data pre-processing open up new 
prospects for efficient data digitisation. In case of analog 
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Figure 1: The architecture of the COMPASS detector read- 
out. 

The digitized data are transmitted via CAT 5+ patch ca- 
bles at rates of up to 4GMByte/s from the front-end 
to FPGA based CATCH modules (CATCH = COMPASS 
Accumulate, Transfer and Control Hardware) which serve 
as readout drivers. The transmission between the front- 
end and CATCH modules is based on the serial protocol 
generated by the HOTLink chip [§]. The CATCH func- 



tions as a data concentrator and a pre-event builder as well 
as a control unit of data integrity of events sent from the 
front-end devices. Furthermore, the CATCH takes over au- 
tomatic front-end initialisation and calibration tasks. The 
same module serves also as a remote fan-out for the COM- 
PASS trigger distribution and time synchronisation system 
(TCS). 

In the next hierarchical step of the data acquisition sys- 
tem the data are transmitted from the CATCH to large 
readout buffers (ROB) via S-link |Q| connections. The 
ROBs are capable to store at least all data which have been 
collected during one spill. Again pre-event building and 
checks for data consistency are performed before the sub- 
events are transmitted via Gigabit Ethernet to filter comput- 
ers. Here the final event-building is performed and com- 
plete events may be rejected based on physics constraints. 
Finally, the events will be transferred at a continuous rate 
of up to 35 MByte/s to the central data recording facilities 
at CERN where they are stored in object oriented federated 
databases for later off-line analysis. 

THE J^l TIME CONVERTER CORE 

Handling extremely high hit and data rates are the key fea- 
ture of the C0MR4SS detector. Hitherto existing time con- 
verter chips were not designed to digitise six million or 
more hits per second with a precision of better then lOOps. 
In addition, this demanding task even has to be performed 
without any dead time during time conversion. Given the 
complexity of the task to design a new TDC chip which 
fulfils all COMPASS requirements the most evident ap- 
proach was to develop the T 1 chip as ASIC together with 
an industrial partner of outstanding experience and knowl- 
edge. The outcome of the fruitful collaboration with acam- 
messelectronic gmbh [§] is a state-of-the-art multi-purpose 
TDC chip with many different modes of operation in terms 
of functionality and resolution. To guide the reader through 
the technical description a schematic block diagram of the 
chip is given in Fig. ^. The technical specifications for the 
TDC are summarized in Table [l|. The logic structure of the 
TDC architecture can be divided into the time measurement 
unit, the arithmetic logic executing the trigger correlated hit 
selection as well as the readout buffer and output interface. 

The clockwork of the 1 is an asynchronous ring oscil- 
lator consisting of 19 identical voltage controlled delay el- 
ements (see Fig. The dynamic range of the delay chain 
is extended to 16 bits by a coarse counter. A time mea- 
surement with the T 1 contains the combination of the sta- 
tus from the array of the delay chain and the coarse time 
counter. The leading and/or trailing edges of hits and the 
leading edges of trigger signals are sampled by this device 
without any dead time. 

The process technology of 0.6 /im sea-of-gates has a typ- 
ical gate delay on the order of 100 to 150 ps depending on 
the batch of the production run, the ambient temperature 
and the supply voltage of the delay elements. To main- 
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Figure 2: Block diagram for the Tl TDC chip. Com- 
ponents which are displayed as shaded boxes are imple- 
mented for each channel, whereas non-shaded boxes are 
unique and shared by all eight channels. 



tain stable gate propagation delays over extended periods a 
phase locked loop (PLL) is used to control the ring oscil- 
lator frequency. Thus the time measurement circuit main- 
tains a constant time resolution and is tolerant to very large 
variations in temperature (±75°C). The frequency of the 
ring oscillator and the time resolution of the T\, respec- 
tively, can be selected with two pre-scalers M and N (see 
Fig. [3]). The ratio between the pre-scalers for the refer- 
ence clock N and the ring oscillator M determines the cy- 
cle time of the asynchronous ring oscillator, which is 152 
times the propagation time through a single delay element. 
Therefore, the user can chose the external reference clock 
freely between 500 kHz and 40 MHz. 

Unlike a delay locked loop (DLL), a PLL filters any jitter 
of the reference clock signal. Therefore, no special precau- 
tion for the clock distribution system is necessary to pro- 
vide the uncompromised high resolution of the TDC even 
in distributed applications. A carefully chosen floor plan 
together with the introduction of several separate power 
and ground supplies for the pad ring, high current output 
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metric ring oscillator starts a 6 bit counter This counter, 
which defines the strobe length during which the registers 
accept input signals, is synchronous to the coarse counter, 
thus running with a period of JTl^g^ x 38 « 5.7 ns, where 
-^1 LSB = 150ps refers to a typical digitisation bin size of 
the m the standard resolution mode. After a pre-set 
time of 5.7 ns < tstrobe < 364.8 ns (64 x 5.7 ns) the four 
inputs are switched to a second hit input register and a time 
stamp is taken with the full accuracy of the standard mode. 
The 12 most significant bits of the time stamp are placed in 
front of the four bits from the input register and transferred 
to the hit buffer To ensure that no hits are lost while the 
input to the hit registers are switched both hit registers will 
accept signals during an overlap of about 2 ns. Although 
it is desirable to have the overlap as short as possible small 
variations in production processes and the danger of effi- 
ciency gaps may require a longer overlap. 



Figure 3: An asynchronous ring oscillator, stabilised by a 
phase locked loop, is used in combination with a coarse 
counter to form the time measurement unit of the circuit. 



lines, and the time measurement unit are used to minimise 
the noise coupling. 

The signal propagation of each input stage can be de- 
layed by approximately 1 LSB divided in 64 individual 
steps. This feature can be used to improve the resolution 
of the TDC by a factor of two. In case the is operated 
in the high resolution mode two neighboured input chan- 
nels are connected internally and hence the original signal 
is split into two channels. The delay of one of the two 
signals is chosen such that it is half a LSB relative to its 
sister channel. This way additional phase information on 
the signal can be derived and be used to improve the time 
measurement to a resolution of 30 ps RMS. In this mode 
the dynamic range of the TDC is reduced by a factor of 
two. 

THE J^l AS LATCH DEVICE 

Another mode how to operate the jFl-chip is the latch or 
hit mode. This mode is suitable for the readout of de- 
tectors which do not require precise time information for 
event pattern reconstruction but only time stamps for event 
building in a pipelined data acquisition system or for back- 
ground suppression. Therefore it matches the requirements 
for MWPC readout or standard latch units and can be re- 
garded as a cost efficient replacement of existing commer- 
cial products. 

In the latch mode the number of input channels of the 
J^l is increased to 32. Each group of four of the 32 chan- 
nels is connected to a fourfold input register and a logic OR 
which is linked to one of the eight time measurement chan- 
nels of the JTl (see Fig. ||). When a hit arrives on one of 
four combined channels the next clock cycle of the asym- 



DATA SPARSIFICATION 

Digitized time stamps from hits are stored in dual port 
buffers. Each channel has its individual buffer which 
can store up to 16 hits before it blocks further data input. 
The hit buffers are addressed in random access mode such 
that the trigger matching unit can search for data which be- 
long to a coincident trigger. In the high resolution mode 
the hits are stored alternately in both hit buffers of the two 
channels. The procedure to store the data alternately per- 
mits higher data rates or longer trigger latencies because it 
is equivalent to double a single hit buffer to 32 words. A 
second advantage is the improved performance of the trig- 
ger matching unit since two units work in parallel on the 
data set in the hit buffers. 

An arriving trigger signal is digitized by the same time 
measurement unit as the hit-signals. A programmable trig- 
ger latency time is subtracted from the measured trigger 
time to account for the time needed to form and to dis- 
tribute the trigger to the distant front-ends. Trigger time- 
stamps are stored in a common four word deep FIFO until 
the arithmetic logic units are available to start with the trig- 
ger matching process. A programmable trigger window de- 
fined by the maximum time spread of a detector, e.g. drift 
time in wire chambers or time of flight, is loaded at the ini- 
tialisation of the chip. A hit is considered to coincide with 
a trigger if its time stamp is within the latency corrected 
trigger time and the upper limit of the trigger window (see 
Fig. Local bookkeeping of all triggers arriving at the 
JFl trigger input is handled by a six bit counter. In the case 
of a trigger buffer overflow the number of missed trigger 
signals can be reconstructed from a comparison of the trig- 
ger counter and from the trigger time stamps. 

The search mechanism which is used in the trigger 
matching unit uses two independent pointers. The read 
pointer specifies the memory address currently being ac- 
cessed to look for a hit which matches the trigger time. 
The start-search pointer marks the address where the search 
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Figure 4: Example for the trigger matching procedure. 

is supposed to start when the next trigger is loaded from 
the trigger FIFO. The start-search pointer is set to the 
read pointer position at the location of the first hit which 
matches the trigger time. All hits previous to this partic- 
ular hit are deleted because they are outside of the future 
regions of interest. The selected hits are copied to the read- 
out buffer. The search for further hits which belong to the 
same event is continued until either no more hits are stored 
or the next found time stamp in the hit buffer is younger 
than the region of the trigger window allows. Regions of 
interest for a sequence of triggers can overlap for those de- 
tectors which require long trigger windows. Therefore, se- 
lected hits are not deleted from the hit buffer when copied 
to the readout buffer 

When no triggers arrive for longer periods the write 
pointer may catch up with the start-search pointer In this 
case new hits would not be accepted by the hit buffer any- 
more and the time stamps would be lost until the next trig- 
ger starts the clean-up process of the hit buffer. To avoid 
this, an artificial fake trigger is generated internally at reg- 
ular intervals as soon as the trigger FIFO is empty. The 
fake trigger is handled like any real trigger except that no 
data are copied to the readout buffer. The generation of 
fake triggers helps to clean-up the hit buffer from old hits 
and guarantees unambiguous time measurements. 

READOUT 

The introduction of dedicated readout buffers permits fast 
data readout while hits belonging to the next trigger are 
already selected in parallel by the trigger matching units. 
When the trigger matching process for a particular event is 
completed on all channels of a J-"l the data ready signal is 
set and the output interface is prepared for readout. In case 
several chips are connected to a single front-end data bus 
the readout is controlled by a circulating token. The token 
control in the JFI has been optimised to avoid wait states 
when a token is handed over to the next chip. 

The high speed readout interface of the Tl can be 



clocked with a frequency of up to 50MHz. Two differ- 
ent modes for data readout are supported by the JFl: 8 
bit and 24 bit readout. The eight bit readout is used in 
the COMPASS experiment for applications where serial 
data interfaces and serial data links are used. The eight bit 
readout mode accords with the timing specifications of the 
HOTLink parallel to serial converter chip [|[|. For a safe 
timing the JFl provides a bus-write-enable and a delayed 
bus clock with an adjustable skew for the HOTLink. 

The 24 bit parallel readout can be used where highest 
data rates are anticipated and no data serializer is used. In 
this mode the user can exploit the full data throughput ca- 
pabilities of the TDC chips. 

TDC INITIALISATION 

All data communications between the CATCH boards and 
the TDC front-end boards are exclusively serial. For the 
setup procedure, the TDC has a TTL serial data input which 
can be operated at a sustained rate of 10 MBit/s. The 
TDC serial interface is designed as a fourfold oversampling 
device. For different applications either the PLL reference 
clock or an optional dedicated setup clock can be used. The 
format for the setup data is characterised by two start and 
two stop bits, three bits for the chip address, a common 
address bit and four bits for register addresses followed by 
16 bits for setup data. Since some data may be common 
for all chips on a board, these can be loaded in parallel by 
making use of the common address bit. In case of errors 
in the start or stop bits, the data reception is refused by the 

DAC INTERFACE 

In the COMPASS experiment the AD8842 octal 8-Bit 
digital-to-analog converter (DAC) is used to control 
the thresholds of discriminators of some detectors. The 
AD8842 provides eight general purpose digitally con- 
trolled voltage converters with separate voltage inputs. 
Each AD8842 has its own register that holds the output 
state. The registers are updated from a 3-wire serial input 
digital interface. 

The JFl is used to interface the serial setup lines from the 
CATCH to the DAC and to store the threshold values for 
multiple down-loads. The JFl contains eight registers of 1 
Byte which may hold all register values for one AD8842. 
The data can be formatted and send via the 3-wire output 
interface to the AD8842. This operation does not interfere 
with normal TDC time conversion. 



Table 1 : Technical description of the T 1 . 

Number of channels: 

4 for high resolution mode 
8 for standard resolution mode 
32 for latch mode 

Digitisation bin size: 

75 ps for high resolution mode 
150 ps for standard operation mode 
5700 ps for latch mode 
(typical values) 

Reference-clock frequency: 

Between 500 kHz and 40 MHz 
(Clock is used for self calibration only) 

Differential non-linearity: 

Less than 0.3 LSB 

Integral non-linearity: 

Less than one time bin 

Variation with temperature or supply voltage: 

Less than one time bin 

Dynamic range: 

16 bits 

Double pulse resolution: 

Typical 22 ns 

Digitisation and readout dead time: 

None 

Hit buffer size: 

32 measurements for high resolution mode 
16 measurements for standard mode 
16 measurements for latch mode 

Output buffer size: 

8 measurements 

Common readout interface: 

16 measurements 

Trigger buffer size: 

4 

Trigger latency: 

up to full dynamic range of digitisation unit 
(typical values: 9.8/is, 4.9 /is, standard, 
high resolution mode, respectively) 

Power supply: 

5.0 V 

Power consumption: 

80 mA 

Temperature range: 

-40 to +85 degree centigrade 

Hit input: 

LVDS, LVPECL or TTL 

Package: 

160PQFP 
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Figure 5: This picture shows a 32 channel TDC board. The 
board dimensions and board interface connectors are according to 
the CMC standard [|]. 
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